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Abstract
Background: Finite element modeling of human bone provides a powerful tool to evaluate a wide variety of
outcomes in a highly repeatable and parametric manner. These models are most often derived from computed
tomography data, with mechanical properties related to bone mineral density (BMD) from the x-ray energy
attenuation provided from this data. To increase accuracy, many researchers report the use of quantitative
computed tomography (QCT), in which a calibration phantom is used during image acquisition to improve the
estimation of BMD. Since model accuracy is dependent on the methods used in the calculation of BMD and
density-mechanical property relationships, it is important to use relationships developed for the same anatomical
location and using the same scanner settings, as these may impact model accuracy. The purpose of this literature
review is to report the relationships used in the conversion of QCT equivalent density measures to ash, apparent,
and/or tissue densities in recent finite element (FE) studies used in common density-modulus relationships. For
studies reporting experimental validation, the validation metrics and results are presented.
Results: Of the studies reviewed, 29% reported the use of a dipotassium phosphate (K2HPO4) phantom, 47% a
hydroxyapatite (HA) phantom, 13% did not report phantom type, 7% reported use of both K2HPO4 and HA
phantoms, and 4% alternate phantom types. Scanner type and/or settings were omitted or partially reported in
31% of studies. The majority of studies used densitometric and/or density-modulus relationships derived from
different anatomical locations scanned in different scanners with different scanner settings. The methods used to
derive various densitometric relationships are reported and recommendations are provided toward the
standardization of reporting metrics.
Conclusions: This review assessed the current state of QCT-based FE modeling with use of clinical scanners. It was
found that previously developed densitometric relationships vary by anatomical location, scanner type and settings.
Reporting of all parameters used when referring to previously developed relationships, or in the development of
new relationships, may increase the accuracy and repeatability of future FE models.
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Background
Accurate characterization of the properties of bone in fi-
nite element (FE) studies, including accurate local bone
density (Schileo et al. 2008; Synek et al. 2015), is essen-
tial to improve the accuracy of existing continuum-level
FE modeling techniques (Schileo et al. 2008). Uncali-
brated clinical CT images are limited to voxel informa-
tion in the form of x-ray absorption coefficients, using
the Hounsfield (HU) scale, with air (−1000 HU) and
water (0 HU) as references. For high atomic number
materials, quantitative computed tomography (QCT)
provides local densitometric measurements in volumet-
ric bone mineral density (vBMD) (Engelke et al. 2013).
This allows for accurate regional variations in BMD to
be mapped in subsequent continuum-level finite element
models (FEMs). The accuracy and characterization of
using calibration phantoms has been well established
over the past two decades (Faulkner et al. 1993; Keyak et
al. 1994; Les et al. 1994; Schileo et al. 2008).
Calibrated vBMD or quantitative equivalent CT density
(ρQCT) is calculated by measuring the CT scanner’s re-
sponse to the phantom’s calibrated regions. Typical calibra-
tion phantoms contain rods with varying concentrations of
calcium hydroxyapatite (HA) (Engelke et al. 2013; Poelert
et al. 2013), or are calibrated using liquid dipotassium phos-
phate (K2HPO4), and provide equivalent density in units of
mgHA/cm
3 (ρHA) or mgK2HPO4=cm
3ðρK2HPO4Þ (Keyak et al.
1994; Les et al. 1994). These imaging based density
methods have been related to physical methods, such as
ash density (ash mass divided by bulk sample volume), and
apparent density (wet mass divided by bulk sample volume)
by use of CT scan energy specific (linear) relationships
(Fig. 1) (Faulkner et al. 1993; Giambini et al. 2015).
To account for the lack of cancellous bone geometry
due to the clinical CT resolution, continuum-level FEMs
use spatial variations of BMD related to mechanical
properties in order to achieve physiologic accuracy. In
the development of these FEMs, two relationships are
required to convert raw CT x-ray attenuation data to
bone mechanical properties. The first densitometric rela-
tionship relates raw CT attenuation to BMD (ρ = a*HU
+ b) (ρQCT if phantom calibrated), and the second mech-
anical property relationship, relates BMD to bone mech-
anical properties. To develop the second relationship,
most studies use relationships developed using physical
specimens and have found continuous functions and
power relationships best fit experimental data (E = αρβ),
where E is the Young’s Modulus, α and β are experimen-
tally derived parameters, and ρ is the bone density (Hel-
gason et al. 2008). Alternatively, relationships may be
piecewise functions that represent experimentally de-
rived relationships for cancellous and cortical bone sep-
arately. Density-modulus relationships for cancellous
and cortical bone are determined by the experimental
method in which they are derived. Small bone sample
are typically mechanically tested to derive the desired
relationships. Many of these studies test cancellous
samples and cortical samples separately (instead of
whole bones), and therefore derive separate equations
for each bone type (Rice et al. 1988; Schaffler and
Burr 1988). Due to the experimental testing of phys-
ical specimens, these equations use physical BMD
measures such as ash, apparent, or tissue density; and
therefore when using QCT derived equivalent density
(ρQCT), conversions between QCT, ash (ρash), appar-
ent (ρapp), and tissue densities (ρtissue) are required
for accurate FEM development.
Fig. 1 Ash and QCT equivalent density (a: dipotassium phosphate; b: calcium hydroxyapatite) relationships used in reviewed studies.
Relationships from: a (Keyak et al. 1994) – 140 kVp, 70 mA; b (Les et al. 1994) – 140 kVp, 30 mA; c Unknown – used in (Eberle et al. 2013a, b); d
(Keyak et al. 2005) – 80 kVp, 280 mAs
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Experimentally derived density-modulus relationships
are site-specific (Morgan et al. 2003; Schileo et al. 2008),
and are also affected by the quality and pathology of the
bone, with density being a function of the CT scanner
settings (Faulkner et al. 1993). Therefore, the purpose of
this literature review is to report i) the relationships used
in the conversion of QCT equivalent density (ρQCT)
measures to ash (ρash), apparent (ρapp), and/or tissue
densities (ρtissue) in recent FE studies, and ii) the com-
bined densitometric and density-modulus relationships
impact on FEM accuracy.
Methods
The specific relationships used in the conversion of
QCT (K2HPO4 or HA) to physical density (ash, appar-
ent, or tissue) in current FE studies were reviewed. The
search was limited to FE studies of human bone pub-
lished after January 1st, 2010, reporting clinical scanner
image acquisition with use of a calibration phantom.
Studies reporting only HR-pQCT or micro-CT scanner
image acquisition were omitted. Literature searches in-
cluded the search terms “finite element analysis, FE, or
finite element” with combinations of “quantitative com-
puted tomography,” “QCT,” and “bone.” Included arti-
cles represented a variety of calibration phantom types,
anatomical locations, CT scanner settings, and density
relationships and density-modulus relationships. Each
article was carefully reviewed by one of two independent
reviewers (NKK & JMR), and characterized based on
anatomical location, density calibration type and manu-
facturer, scanner, and scanner settings. Articles not
reporting any of the above were included as long as they
clearly defined use of a calibration phantom with a clinical
scanner. All articles were secondly reviewed by a single au-
thor (NKK) for completeness, and to extract specific densi-
tometric and density-modulus relationships reported in
each study. At this stage, references reported for densito-
metric and density-modulus relationships were checked
and collected. Discrepancies between reported relationships
and accurate relationships were noted, and corrected, if
possible. Validation metrics and results are included for
studies comparing experimental to FEM results.
The number of studies reporting each phantom type
(Dipotassium Phosphate (K2HPO4), Hydroxyapatite (HA),
both, other, or not reported), were determined along with
manufacturer of the phantom. Of the studies reviewed,
four relationships were noted (ash density from K2HPO4
density, ash density from HA density, ash density from
CT number, or apparent density from CT number). Stud-
ies using these relationships were collected and plotted
(Figs. 1 and 2). Density-modulus relationships were tabu-
lated (Table 1), but not reviewed in detail, as this is beyond
the scope of this review, and many are summarized in de-
tail in the review by Helgason et al. (2008).
Fig. 2 Apparent and ash density to CT number relationships reported by reviewed studies. Peak tube voltage and phantom type are reported
when available. The relationship ρash = 0.6ρapp is assumed (Schileo et al. 2008)
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Densitometric measurements
Ash density
Ash density (ρash) is a measure typically taken on small
bone samples, which are used to determine density-
modulus relationships mechanically tested as a con-
tinuum (Les et al. 1994). It is calculated as the ash mass
divided by bulk sample volume. In the method described
by Les et al. (1994), physical measurements were taken
on cylindrical bone samples to determine the total sam-
ple volume. The sample was ashed in a muffle furnace at
800 °C for 24 h, and weighed to determine the ash mass
and the ash density is calculated by dividing by the sam-
ple volume.
A similar study tested the effect of ashing temperature
on sample mass. Öhman et al. (2007) found that ashing
their samples at a temperature of 650 °C for 24 h in a
muffle furnace, produced little variation in measured ash
mass, compared to increased furnace temperature. Tem-
peratures between 600 and 650 °C, produced significant
variation in sample mass. Although the original method
described by Les et al. (1994) is still most commonly
used, more accurate methods of initial volume measure-
ment, such as micro-CT, or laser scanning may be
employed.
Apparent density
Bone apparent density (ρapp) is calculated as the wet
mass of a bone tissue sample divided by the total sample
volume. To determine wet mass, Galante et al. (1970)
first washed samples to remove marrow, immersed sam-
ples in distilled water, and degassed under vacuum. Sam-
ples were then removed from water, centrifuged for
15 min at 8000 × g and suspended from an analytical
balance for submerged mass. Samples were removed and
blotted dry and weighed in air for wet mass. Similarly,
Keyak et al. (1994) measured bone cubes by first defat-
ting samples in an 8 and 16 h ethyl alcohol bath,
followed by an 8 and 16 h ethyl ether bath. Samples
dried for 24 h at room temperature and were weighed
for dry mass. The cubes were rehydrated under vacuum
in water for 24 h, centrifuged at 750 × g for 15 min, and
weighed for hydrated mass. Sample apparent density was
then calculated with the known cube volume.
Tissue density
The tissue density (ρtissue) also uses the wet mass of the
sample; however, as the name suggests, tissue density is
a measure of the physical bone tissue (excluding pores)
(Galante et al. 1970). It is calculated by dividing the wet
mass by the volume of bone tissue. To determine the
volume of bone tissue Galante et al. (1970) calculated
the difference between the wet and submerged mass.
Radiological (mineral equivalent) density
Radiological, or mineral equivalent (K2HPO4 or HA) den-
sity (ρK2HPO4 , ρHA, or ρQCT) is calculated by sampling the
average CT number (HU) value of all voxels within a region
of interest of the known calibration phantom sample rods.
The radiographic density of the rods can be estimated using
the calibration parameters supplied by the phantom manu-
facturer, and simple linear regression calculations (Les et al.
1994; Schileo et al. 2008). The QCTcalibration can be com-
pleted on an entire volume, or by individual CT image.
Results
Of the 55 studies that met the inclusion criteria and
were included, 29% reported the use of a K2HPO4 phan-
tom, 47% an HA phantom, 13% did not report phantom
type, 7% reported use of both K2HPO4 and HA phan-
toms, and 4% alternate phantom types. The most com-
monly reported K2HPO4 phantom was the Mindways
Software phantom, and the most commonly reported
HA phantom was the Image Analysis phantom. The
most common densitometric relationship between ash
density and QCT equivalent density was that developed
by Les et al. (1994) (13% of studies). Of all studies, 35%
report density-modulus relationships based on ash dens-
ity, and 18% report ash density directly equivalent to
QCT density (K2HPO4 or HA). Of the studies included
as part of this review, 24% report density-modulus rela-
tionships determined either from micro-CT bone vol-
ume/total volume (μCTBV/TV), or relate modulus
directly to QCT density, through experimental validation
(Zeinali et al. 2010; Christiansen et al. 2011; Unnikrish-
nan and Morgan 2011; Dall’Ara et al. 2012, 2013; Wang
et al. 2012; Anez-Bustillos et al. 2013; Kersh et al. 2013;
Unnikrishnan et al. 2013; Luisier et al. 2014; Lu et al.
2014b; Carballido-gamio et al. 2015; Synek et al. 2015).
Scanner type and/or settings were omitted or only par-
tially reported in 31% of studies. Studies involving the
femur were most prevalent (37), followed by the spine
(14), scapula (3), tibia (3), radius (1), knee (1), and hu-
merus (1).
Of the studies reporting density-modulus relationships
and experimental validation metrics, those with the lowest
mean %-difference, lowest relative error, or correlations
greater than 90% (R2 > 0.90), 5 used relationships based on
ash density (Dragomir-Daescu et al. 2011; Trabelsi et al.
2011; Trabelsi and Yosibash 2011; Ruess et al. 2012;
Hambli and Allaoui 2013), 3 based on K2HPO4 calibrated
density (Zeinali et al. 2010; Eberle et al. 2013a, b), and 1
based on apparent density (Edwards et al. 2013).
Discussion
When creating continuum-level finite element models
with heterogeneous material distributions, BMD must
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first be extracted from scan data, and then a density-
modulus relationship applied. From the studies reviewed,
it is difficult to quantify and isolate the effect of chosen
densitometric relationships on experimental versus com-
putational model error because reported results are the
combination of two relationships (densitometric and
density-modulus). It was therefore the goal of this review
to provide the current state of QCT in FE modeling, and
provide the most common methods used in the conver-
sion of densitometric measures. When assessing the ac-
curacy of density-modulus relationships developed in
previous studies, and comparing experimental to com-
putational results, replication of the density measure
and/or accurate conversion between density measures is
necessary to reduce inaccuracies and error.
The majority of articles included in this review were
studies involving the femur. The hip represents one of
the most widely studied joints, and as such, many of the
densitometric and density-modulus relationships have
been developed using femur specimens. Computational
models using femur developed densitometric and
density-modulus relationships have shown excellent
agreement between experimental models and FEMs
(Table 1). This is not the case with other bones/joints
that lack relationships specific to each specific anatom-
ical location, or use equations that have been developed
using femurs, or femur specimens. Differences between
the femur and other bones may reduce the effectiveness
of translating these relationships for use in other bones/
joints, especially those that exhibit drastically different
loading conditions, or mineralization patterns.
A large number of the studies reviewed reported rela-
tionships between QCT derived density and ash or appar-
ent density derived in previous studies (Table 1 & Figs. 1
and 2). Ash density was used as equivalent to QCT dens-
ity in 18% of studies. Schileo et al. (2008) showed that al-
though linearly correlated (R2 = 0.997), ash and QCT
density are not equivalent. When using densitometric re-
lationships developed in previous studies, it is important
to note that the relationships may be a function of the
scanner settings and protocol, as well as the anatomical
location and pathology of the bone (Faulkner et al. 1993;
Kopperdahl et al. 2002; Schileo et al. 2008; Giambini et al.
2015). All these factors may increase the error when then
using previously developed bone density-modulus rela-
tionships. Giambini et al. (2015) found that reconstruction
kernel, as well as tube voltage, had a significant effect on
cortical and cancellous QCT derived CT number (HU).
This may indicate that even for scans performed on the
same scanner, when scanner settings are altered, there
may be significant variations in measured CT number,
and consequently, material property assignment.
Direct comparison of QCT derived bone density to
modulus has the potential to decrease this error, and
may improve the accuracy of subject-specific FE models
(Kopperdahl et al. 2002). This method minimizes error aris-
ing from densitometric conversion, variations in BMD by
anatomical location and pathology of bone, and allows for
subject-specific material mapping, and density-modulus re-
lationship development. The desired outcome of the FE
model should also be noted in choosing a density measure,
as BMD corresponds mainly to ultimate strength or modu-
lus, due to its lack of dependence on bone size.
When modeling bone with use of clinical resolution
CT, partial volume effects must be taken into account,
as well as the averaging of CT lattice vertices in the gen-
erated mesh (Taddei et al. 2004). Micro-CT model gen-
eration allows for these effects to be minimized, and for
the generation of material assignment based on bone
volume and mineral density (Dall’Ara et al. 2011; Zysset
et al. 2015). However, the clinical availability and feasi-
bility (Poelert et al. 2013), as well as size restrictions and
dose of micro-CT limit its use with patient populations,
and with larger bones and joints. Giambini et al. (2015)
suggest using dual-energy CT to isolate bone from non-
bone constituents within the matrix. This method can
be implemented on standard clinical CT scanners and
provides an interesting framework for future clinical-
based FE studies; however, may be less desirable to pa-
tient populations due to increased dose requirements.
This review is not to suggest that previously developed
models using mechanical testing, and physical density
measurements are obsolete or suboptimal, but rather to
provide the current state of QCT-based FE modeling,
and to suggest that considerations in density mapping
be carefully explored before model generation – in par-
ticular when using previously developed relationships. In
subject-specific modeling, it is important to use empir-
ical density-modulus relationships developed for the
same anatomical site in order to increase model accur-
acy (Zadpoor and Weinans 2015). In using previously
developed density-modulus relationships, comparing ash
to apparent density, Schileo et al. (2008) determined a
conversion factor of ρash/ρapp = 0.6 be used for both cor-
tical and cancellous bone, to avoid over- or under-
estimation of density. This equation was the most com-
monly used conversion between the two density measures
in the studies reviewed, with most studies reporting previ-
ously determined density-modulus relationships using ash
density. While this conversion provides one value for cor-
tical and cancellous bone, the authors report that this con-
version was determined using human femur specimens,
and that similar conversions should be developed for alter-
nate anatomical locations, as the structural mineralization
of the tissue is dependent on anatomical location and path-
ology of the bone (Schileo et al. 2008).
The limitations of this study are that an in-depth evalu-
ation of the specific effect of densitometric conversions of
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FEM outcomes, and specifics of the density-modulus rela-
tionships are not discussed. The combination of these two
relationships as a requirement for FEM development
means they are not mutually exclusive and the effect of
one without the other is therefore difficult to assess. We
have provided experimental versus FEM validation metrics
to allow for the combination of the two relationships to be
assessed based on the type of study (Table 1). Specifics re-
garding the density-modulus relationships are compared
and contrasted in the review by Helgason et al. (2008).
The lack of reported scanning parameters used in QCT-
based FE studies has been previously stated (Giambini
et al. 2015). Many of the studies included in this review
lack one or all of phantom type and manufacturer, density
and modulus relationships, as well as scanner type and
scanner settings (Table 1). Since the combination of these
parameters may alter calculated density and subsequent
elastic modulus, we suggest that standardized reporting
(see Table 1) should be included in future QCT-based FE
studies to facilitate comparison with previous findings,
and to ensure that methods are repeatable. This has the
potential to improve the accuracy of future FE models.
When assessing uncertainty in mechanical property
assignments in FE models, Laz et al. (2007) provides an
excellent framework, which should be incorporated into
both experimental and clinical FE models.
Conclusions
This review assessed the current state of QCT-based FE
modeling with use of clinical scanners. It was found that
previously developed relationships vary by anatomical
location, scanner type and settings. Reporting of all pa-
rameters used when referring to previously developed
relationships, or in the development of new relation-
ships, may increase the accuracy and repeatability of fu-
ture FE models. Furthermore, the specific image
processing steps in the conversion of raw attenuation
data should be included whenever using QCT methods.
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